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Abstract 
 
Near infrared (NIR) spectroscopy is being widely used in various fields ranging from 
pharmaceutics to food industry for analysing chemical and physical properties of the substances 
concerned. Its advantages over other analytical techniques include available physical 
interpretation of spectral data, non-destructive nature and high speed of measurements, and 
little or no need for sample preparation. The successful application of NIR spectroscopy relies 
on three main aspects: pre-processing of spectral data to eliminate nonlinear variations due to 
temperature, light scattering effects and many others; selection of those wavelengths that 
contribute useful information; identification of suitable calibration models using 
linear/nonlinear regression. Several methods have been developed for each of these three 
aspects and many comparative studies of different methods exist for an individual aspect or 
some combinations. However, there is still lack of comparative studies for the interactions 
among these three aspects, which can shed light on what role each aspect plays in the calibration 
and how to combine various methods of each aspect together to obtain the best calibration 
model. This paper aims to provide such a comparative study based on four benchmark data sets 
using three typical pre-processing methods namely, orthogonal signal correction (OSC), 
extended multiplicative signal correction (EMSC) and optical path-length estimation and 
correction (OPLEC), two existing wavelength selection methods namely, stepwise forward 
selection (SFS) and Genetic algorithm optimization combined with partial least squares 
regression for spectral data (GAPLSSP), four popular regression methods namely, partial least 
squares (PLS), least absolute shrinkage and selection operator (LASSO), least squares support 
vector machine (LS-SVM) and Gaussian process regression (GPR). The comparative study 
indicates that, in general, pre-processing of spectral data can play a significant role in the 
calibration while wavelength selection plays a marginal role and the combination of certain pre-
processing, wavelength selection and nonlinear regression methods can achieve superior 
performance over traditional linear regression-based calibration. 
 
Keywords: Near infrared spectroscopy; Scatter correction; Pre-processing; Wavelength 
selection; Regression; Multivariate calibration; Support vector machines; Gaussian process 
regression; Partial least squares regression;  
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1. Introduction 
Near infrared (NIR) spectroscopy measures overtones and combination tones of the 
fundamental molecular vibrations in the region of about 780-2526 nm or 12820-3959 cm-1 [1]. 
As a wide range of products contain infrared-active molecules, NIR spectroscopy can be used 
in many fields such as pharmaceutical, petrochemical, biological, biomedical and agricultural 
sectors to provide chemical and physical information of the substances concerned [2]. It has 
also been increasingly adopted as the favoured analytical tool in these fields for its advantages 
over other analytical tools. These advantages include available physical interpretation of 
spectral data, non-destructive nature and high speed of measurements, and little or no need for 
sample preparation [3]. 
 
The NIR spectra for a sample are usually a series of intensity values for hundreds of 
wavelengths. According to Beer-/DPEHUW¶VODZWKHDEVRUEDQFHVSHFWUDDUHLGHDOO\OLQHDUin the 
properties of the analyte such as its concentration. However, such a linear relationship generally 
does not exist in practice as many external factors such as light scattering effects and varying 
temperatures introduce nonlinear variations into the spectral data [4, 5]. Therefore the raw 
spectral data should be pre-processed to remove such nonlinear variations and then linear 
regression methods can be used for the calibration to link the pre-processed spectra and the 
concerned properties. Pre-processing of NIR spectra has thus become an integral part of 
calibration and many pre-processing methods have been proposed in the literature. An excellent 
review of the most common pre-processing techniques for NIR spectra can be found in [6]. 
 
As to the application of linear regression to the pre-processed spectra, several methods have 
been applied for spectral calibration. Among them, multiple linear regression (MLR) is the 
simplest one while partial least squares (PLS) regression is most widely used [7]. The solution 
for MLR becomes singular when the collinearity between some spectral variables exists, which 
is often the case for NIR spectra. PLS projects the spectral variables into the orthogonal latent 
variable space and then identifies the relationship from the latent variables to the response 
chemical variable [8]. The problem of collinearity can also be avoided by adding various 
penalty items into the cost function of MLR and the resulting group of regression methods are 
called regularized regression methods [9]. The regularized regression methods usually return a 
sparse solution where the coefficients for some spectral variables equal to zero in the calibration 
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model as a result of the added penalty. These spectral variables with zero coefficients are 
deemed to be redundant as they do not contribute information in the calibration model. 
 
Alternatively, nonlinear regression methods can be used to model the non-linearity in the 
spectral data. For example, artificial neural networks were applied for spectroscopic calibration 
in [4, 10-12]; least squares support vector machines (LS-SVM) were used for multivariate 
calibration to deal with ill-posed problems [13]; Gaussian process regression (GPR) was used 
for multivariate spectroscopic calibration in [14]. There are other nonlinear regression methods 
that are applied for NIR spectra calibration and it is worthwhile to note that the spectra data 
used for nonlinear regression is often pre-processed as in the linear regression-based 
calibrations. 
 
In case of existing collinearity and redundancy among the raw or the pre-processed spectral 
data, the selection of useful wavelengths or the elimination of uninformative wavelengths 
before regression can also play a positive role to obtain a reliable regression model regardless 
of linear and nonlinear regression. The aforementioned regularized regression methods can be 
regarded as an integration of wavelength selection and regression because of their sparse 
solution. The importance of wavelength selection in NIR spectroscopy was summarized in [3] 
from various bases and the paper also gave an extensive review on existing wavelength 
selection methods. The benefits of wavelength selection for linear/nonlinear calibrations can be 
found in benchmark studies [2, 8]. 
 
Due to the abundance of available methods for each aspect of pre-processing, wavelength 
selection and linear/nonlinear regression, many options exist to identify a calibration model by 
combining these three aspects differently. The comparative studies conducted so far for these 
options mainly focused on each individual aspect. For example, the performance of sixteen 
different wavelength selection methods was compared in [2] for predicting the properties of 
biodiesel fuel; the performance of six linear and nonlinear regression methods for NIR spectra 
calibration was compared in [12] on the basis of a gasoline spectral data; seven nonlinear 
regression methods for NIR spectra calibration were further compared in [15]. The 
combinations of three effective wavelength selection methods and three linear/nonlinear 
regression methods for NIR spectra calibration were further studied in [8] to determine soluble 
solids content of beer. The combinations of six pre-processing methods, one linear regression 
method and three nonlinear regression methods were compared in [4] for three benchmark data 
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sets. However, there is still lack of comparative studies on the interactions among these three 
aspects of pre-processing, wavelength selection and linear/nonlinear regression. Such 
benchmark studies can shed light on what role each aspect plays in the calibration and how to 
combine various methods of each aspect together to obtain the best calibration model. 
 
Inspired by the comparative study in [4], where the interactions between pre-processing and 
linear/nonlinear regression methods were examined, this paper includes wavelength selection 
methods into the comparative study as well and explores the interactions among all three aspects 
of pre-processing, wavelength selection and linear/nonlinear regression for NIR spectra 
calibration. A further contribution of this paper is that the comparison of the methods are carried 
out using a dataset in which the particle size and concentration varies significantly thus 
including significant nonlinear variations in the spectra due to appreciable variations in light 
scattering effects. This allowed the analysis of two types of situations: One where the analyte 
of interest is a purely absorbing species in a sample containing particles and the second where 
the analyte of interest is the particulate component i.e. a component which absorbs and scatters 
light. 
 
The paper is organized as follows: first, techniques for pre-processing, wavelength selection, 
linear/nonlinear regression and cross validation are briefly introduced in Section 2; the two data 
sets as well as the approaches and the software used for the benchmark studies are described in 
Section 3; Section 4 details the performance evaluation and the corresponding observations on 
the two benchmark studies, respectively; finally, some conclusions are drawn in Section 5. 
 
2. Techniques for calibration 
As the combination options for various pre-processing, wavelength selection and 
linear/nonlinear regression methods are enormous, it is prohibitive to compare them all and thus 
only a limited number of methods are selected from each aspect to conduct the comparative 
study. The methods selected for the comparative study are briefly introduced in the following 
subsections and these selected methods are deemed to be representative or the most promising 
ones. 
 
The notations used in this section are as follows: ݔ௜ǡ௝ denotes the raw spectra for the ݅௧௛ sample 
at the ݆௧௛ wavelength; ࢄ௜ ൌ ሾݔ௜ଵǡ ݔ௜ଶǡ ڮ ǡ ݔ௜௃ሿ and ݕ௜ denote all measured wavelengths of the ݅௧௛ 
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sample and the corresponding response variable of the ݅௧௛ sample, respectively; ࢄ is a matrix 
of ܫ ൈ ܬ for the spectral data of all samples and ࢟ is the corresponding column vector for the 
response variable of all samples where ܫ  is the number of samples and ܬ is the number of 
spectral variables. 
 
2.1 Pre-processing 
Three typical pre-processing methods are selected for the comparative study: orthogonal signal 
correction (OSC), extended multiplicative signal correction (EMSC) and optical path-length 
estimation and correction (OPLEC). EMSC was chosen since several studies indicate that it 
generally works better (or at least as well as) than other standard pre-processing methods such 
as standard normal variate (SNV) and `multiplicative scatter correction (MSC). OPLEC was 
chosen since it is a relatively new technique, which has shown promising results in a limited 
number of studies indicating that it could outperform widely used pre-processing methods. OSC 
was chosen as a possible option since it works on different principles from the standard scatter 
correction methods and could potentially be a good pre-processing alternative. 
 
OSC is derived from the ordinary PLS algorithm with the aim of  removing bilinear components 
from ࢄ which are orthogonal to ࢟ [16]. The method was applied to enhance NIR calibration of 
wort fermentability [17]. There are other variants of OSC algorithms proposed in the literature 
with successful applications therein [18-20]. 
 
EMSC is an extension of multiplicative signal correction (MSC) by considering wavelength-
dependent spectral variations: ࢄ௜ ൌ ܽ௜ ൅ ܾ௜ࢄ௜௖௛௘௠ ൅ ݀௜ࣅ+݁௜ࣅଶ, where ࢄ௜௖௛௘௠ is the theoretical 
spectra; ࣅ is the wavelength vector; the coefficients ܽ௜, ܾ௜ ǡ ݀௜ and ݁௜ can be estimated by least 
squares regression of ࢄ௜ to ࢄ௜௖௛௘௠Ǥ As ࢄ௜௖௛௘௠ is seldom known in practice, it is usually replaced 
by the mean spectra of ࢄ [21]. Once the coefficients are estimated, the corrected spectra ofࢄ௜ 
is given by ࢄ෡ ௜ ൌ ሺࢄ௜ െ ܽ௜െ݀௜ࣅ െ ݁௜ࣅଶሻ ോ ܾ௜. 
 
OPLEC was proposed in [22] to remove multiplicative light scattering effects and it has 
demonstrated superior performance over traditional pre-processing methods such as 
first/second derivatives (1D/2D) and standard normal variate (SNV) [4]. The method is a two-
step procedure involving the projection of the original spectra ࢄ  onto the orthogonal 
complement of the space spanned by the additive variations of ሾ૚Ǣ ࣅǢ ࣅଶሿ and then to adjust the 
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projected spectra for the multiplicative variations. OPLEC can be regarded as an extension of 
EMSC with no need to estimate ܽ௜, ݀௜ and ݁௜ because of the projection at the first step. 
 
2.2 Wavelength selection 
Two existing wavelength selection algorithms called stepwise forward selection (SFS) and 
Genetic algorithm optimization combined with partial least squares regression for spectral data 
(GAPLSSP) are adopted for the comparative study. 
 
SFS is a sequential feature selection technique designed specifically for least-squares fitting 
and it makes use of optimizations that are only possible with least-squares criteria. Unlike 
generalized sequential feature selection, SFS may remove features that have been added or add 
features that have been removed [23]. Whether to retain a variable in the model is based on the 
level of significance assumed for inclusion and exclusion of the variable from the model. SFS 
can reduce the dimensionality of NIR spectra data by selecting an influential subset of the 
original wavelengths. 
 
GAPLSSP combines the advantage of genetic algorithms (GA) for optimisation and the 
convenience of PLS for performance evaluation [24, 25]. It returns an optimal subset of the 
original wavelengths that provides the enhanced predictive capability. GAPLSSP can explore 
fairly well the space of all possible subsets from the original wavelengths in a large but 
reasonable time [3]. 
 
2.3 Linear/nonlinear regression 
Two linear regression methods called PLS and least absolute shrinkage and selection operator 
(LASSO) and two nonlinear regression methods called LS-SVM and GPR are adopted for the 
comparative study. 
 
PLS identifies the linear relationship from ࢄ to ࢟ through two related projections: ࢄ ൌ ࢀࡼĄ,                                                                                                                                  (1) ࢟ ൌ ࢁࡽĄ,                                                                                                                                  (2) 
where ࡼ and ࡽ are the loading matrices for ࢄ and ࢟, respectively; the scores ࢀ and ࢁ are 
related by ࢁ ൌ ࢀ࡮; ࢀ ൌ ࢄࢂ and ࢂ is the weight matrix. The PLS model can also be expressed 
as a predictive model from ࢄ to ࢟ as follows: 
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࢟ ൌ ࢄࢂ࡮ࡽĄ.                                                                                                                             (3) 
 
LASSO is an extension of MLR by adding a ?ଵ-norm penalty item for the cost function to obtain 
a sparse solution: ܬሺࢃሻ ൌ ଵଶ ԡ࢟ െ ࢄࢃԡଶ ൅ Jԡࢃԡଵ,                                                                                             (4) 
where ࢃ is the regression coefficients; ԡࢃԡଵ ൌ  ?หݓ௝ห௝  is the  ?ଵ-norm penalty on ࢃ, which 
renders some ݓ௝=0 to generate a sparse solution;J is the tuning parameter. 
 
LS-SVM is an extension of support vector machine (SVM) and it is also a regularized 
regression method which penalizes the square values of the weights [13]. The kernel-based LS-
SVM is adopted in this study to deal with nonlinearity in the spectral data and the LS-SVM 
model can be expressed as follows: ࢟ሺࢄሻ ൌ  ? ߙ௜ߢሺࢄǡ ࢄ௜ሻ ൅ ܾே௜ୀଵ ,                                                                                                    (5) 
where ߙ௜ is the Lagrange multiplier;  ߢሺࢄǡ ࢄ௜ሻ is the kernel function; and ܾ is the bias value. 
The radial basis function (RBF) kernel is used in this paper and the function can be expressed 
as follows: ߢሺࢄǡ ࢄ௜ሻ ൌ ሺെԡࢄ െ ࢄ௜ԡଶ ߪଶ ? ሻ,                                                                                           (6) 
where ߪଶis the bandwidth and it implicitly defines the nonlinear mapping from input space to 
some high-dimensional feature space [8]. 
 
GPR is a probabilistic non-parametric modelling technique assuming that the joint distribution 
over any finite set of fixed test points is a multivariate Gaussian [14, 26]. The Gaussian process 
is fully specified by the mean function and the covariance function of this joint Gaussian 
distribution. The mean function is often assumed to be zero. The parameters ߐ  for the 
covariance function can be optimized to maximize the conditional probability ݌ሺߐȁሺࢄǡ ߐሻሻusing the training data. $FFRUGLQJWR%D\HV¶UXOHWhe related ࢟ for a new sample 
can then be predicted by extending the joint distribution with the optimized covariance function. 
 
2.4 Cross validation 
The spectra data of all available samples are usually divided into two subsets: the training set 
and the test set. The regression models are to be identified from the training set only and the 
test set is to be used for evaluating the predictive capability of these identified regression models. 
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The evaluation can be based on the root-mean-square error of prediction (RMSEP) for the test 
set, which is calculated as follows: ܀ۻ܁۳۾ ൌ  ට ? ሺ௬೔ି௬ො೔ሻమ೙೔సభ ௡                                                                                                             (7) 
where ݊ is the number of test samples; ݕ௜ and ݕො௜ are the reference and the predicted values of 
the ݅th sample, respectively. 
 
As the test set is just a subset of all the available samples, RMSEP can be biased for different 
subsets formed from the available samples. The bias can be considerably large for a specific 
subset, especially for the case that the size of the whole available samples is relatively small. In 
order to reduce such kind of bias so as to evaluate the performance of the identified regression 
models in a statistically robust and reliable way, the simulation method used in [4, 27] is 
adopted here, which is to randomly divide the whole data set into training and testing parts 
multiple times and then to compute an average RMSEP (ARMSEP) for all the divisions. 
Assume that the number of the divisions is ܯ and the ratio for the division is ݎ while ݎ  ?  ܰis 
the number of samples for training and ܰ is the total number of all available samples, the 
ARMSEP can be computed as follows: 
ۯ܀ۻ܁۳۾ ൌ   ? ඨ ? ሺ೤೔ೕష೤ෝ೔ೕሻమሺభషೝሻ ?ಿ೔సభ ሺభషೝሻ ?ಿಾೕసభ ெ                                                                                                (8)                                                                                  
where ݕ௜௝ and ݕො௜௝ are the reference and the predicted values of the ݅th sample for the ݆th division. 
 
The selection of wavelengths is done within the cross-validation loop in order to avoid creating 
bias due to information leakage, as discussed by Lee et al [28].  It is worth noting that the 
number of latent variables for each PLS-based regression is selected through the process of 
leave-one-out cross-validation for the training set of the first division and then the number for 
latent variables is unchanged for the rest of the divisions. All other model parameters such as 
the weight matrix in PLS, the regression coefficients and the tuning parameter in LASSO, the 
Lagrange multiplier and the kernel function in LS-SVM, and the covariance function in GPR 
are obtained from the training set of each division and thus these model parameters are updated 
for each division. The reason for choosing the latent variables for PLS using the first division 
is that with the incorporation of wavelength selection within the cross-validation step makes it 
extremely computationally intensive. The impact of doing this is minimal for this comparative 
study based on the following reasoning.  
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There are two sources contributing to the uncertainties in the estimated RMSEP namely, the 
number of latent variables (LVs) chosen and the particular division of the dataset into 
calibration and validation set. If the optimal number of LVs specific to the division is chosen 
each time and the ARMSEP calculated we would expect that the uncertainty in the estimated 
ARMSEP would be less than or equal to the uncertainty in the estimates calculated based on 
fixing the number of LVs according to the first division. Therefore the uncertainty of estimates 
(error bars) obtained by fixing the LVs according to the first division are conservative estimates. 
Since the study is about comparing the performances of different methods and judging whether 
the results from different methods are significantly different, the conservative values are at least 
as good for this purpose as using ARMSEP values and corresponding error bars calculated from 
models built with optimal LVs chosen for each division. Another point to consider is that the 
optimal number of LVs is not always evident since two or more adjacent LVs may be equally 
likely candidates and some subjectivity is involved in the choice. Since we expect the optimal 
number to vary by one or two LVs for all the divisions, they could very well be within the level 
of uncertainty in the choice based on the first division. This reasoning was testing by choosing 
the latent variables using 3 different divisions and the results and conclusions were consistent 
with those reported here. 
 
 
3. Benchmark studies 
3.1 Data sets 
Four NIR data sets with varying characteristics are used for the benchmark studies. The first 
data set is the NIR analysis of pharmaceutical tablets and it is available at 
http://www.models.life.ku.dk/Tablets. The data set consists of NIR measurements of 310 
samples with 404 wavelengths ranging from 952nm to 1352nm. The NIR measurements are 
used to determine the relative active substance (escitalopram) content of the tablets with a range 
from 4.61% to 9.79% in weight percentage [29]. As indicated in Ref 28, a broad 2nd overtone 
band of the aromatic C-H contained in escitalopram is visible in the selected wavelength range 
and it is centred around 1132 nm. This band is partially overlapped by the band due to 
microcrystalline cellulose which is centred around 1220nm. The escitalopram concentration in 
the samples was measured using HPLC which was treated as the reference measurement for the 
calibrations. The samples were collected from 7 full scale and 12 pilot scale batches. The 
excipient consisted of a mixture of compounds with the primary excipient being 
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microcrystalline cellulose constituting roughly about 80%. The coated table contained in 
addition, a coating material which contained titanium oxide. 
 
This can be considered as a model system for compressed powder mixtures (i.e. tablets) that 
commonly occur particularly in pharmaceutical industry since it incorporates variations in 
multiple particulate components such as active ingredient, excipients, coating component and 
variations in these due to batch-to-batch variations and production scale variations, changes in 
dosage levels of the active substance. The dataset also included the effect of variations in the 
tablet thickness and shape. For each cross validation step, 217 samples were randomly selected 
as the training data for model development while the remaining 93 samples were used for the 
test set and the process was repeated ܯ ൌ  ? ? times to obtain the ARMSEP value from these 
20 random divisions. 
 
The second data set is the NIR measurements of a multicomponent system consisting of water 
(H2O), deuterium oxide (D2O), ethanol (C2H5OH), and polystyrene particles [30]. The 
polystyrene particles in the suspension absorb and scatter light, which adds nonlinear variations 
into NIR spectra. The purpose of the data set is two folds: one is to directly predict the 
concentration of polystyrene; the other is to predict the concentration of other solutes with a 
background of nonlinear variations induced by polystyrene particles. The experiments were 
designed so that the concentrations of polystyrene and ethanol are uncorrelated with all the 
other components in the sample. Totally 45 samples were prepared with various concentrations 
and particle diameters and the NIR measurements consist of 191 wavelengths ranging from 
1500nm to 1880nm taken at 2 nm intervals. Specifically, the relative concentration of 
polystyrene in volume percentage ranges from 0.96% to 4.95% and the relative concentration 
of ethanol in volume percentage ranges from 2.58% to 13.07% for these 45 samples. In the 
dataset collected, the polystyrene particle diameter varied from 100nm to 500nm which is the 
typical size range in emulsion polymerisation processes and also to ensure that the range was 
sufficient to introduce sufficient non-linearity due to scattering that is typically found in a 
variety of suspensions. For the cross validation, the samples were also randomly divided into 
32 samples for the training set and 13 samples for the test set and the process was repeated ܯ ൌ ? ? times as well to obtain the ARMSEP value from these 20 random divisions. 
 
The third dataset used in this study is the NIR measurements of corn which is available at 
http://www.eigenvector.com/data/Corn/index.html. The selected data is mp5spec which 
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consists of 80 samples with 700 wavelengths ranging from 1100nm to 2498nm with an interval 
of 2nm. The measurements are for the property of protein with a range from 7.654 to 9.711 
wt%. For cross validation, 56 samples were randomly selected as the training data for model 
development while the remaining 24 samples were used for the test set and the process was 
repeated M=20 times to obtain the ARMSEP value from these 20 random divisions. 
 
The fourth Dataset used in this study is the Visible-NIR measurements of sugarcane which is 
available from  http://www.models.life.ku.dk/nirsugarcanedata, details of which can be found 
in the paper [31]. Briefly, the dataset consists of 599 samples which are selected at an interval 
of 3 samples from a total of 1797 available samples with 744 wavelengths ranging from 402nm 
to 1850nm with an interval of 2nm covering all four process steps together for the simulation 
study. The measurements of Y have a minimum value of 12.92% and a maximum value of 
77.95% in terms of mass percentage. For cross validation, 419 samples were randomly selected 
as the training data for model development while the remaining 180 samples were used for the 
test set and the process was repeated ܯ ൌ  ? ? times to obtain the ARMSEP value from these 20 
random divisions. 
 
3.2 Approaches 
The comparative studies were performed on these two data sets, respectively. Four regression 
methods, namely, PLS, LASSO, LS-SVM and GPR, are used for each data set. For each 
regression method, there are twelve calibration approaches based on the existence and the 
selection of three pre-processing methods of OSC, EMSC and OPLEC and two wavelength 
selection methods of SFS and GAPLSSP. These twelve calibration approaches are listed in 
Table 1 and the ARMSEP value of each approach is computed as its performance index. For 
example, the approach No. 1 means that no pre-processing and no wavelength selection are 
performed for the calibration; the approach No. 6 means that the pre-processing method of OSC 
and the wavelength selection method of GAPLSSP are performed for the calibration; and the 
approach No. 10 means that the pre-processing method of OPLEC is performed and no 
wavelength selection is performed for the calibration. As each regression method has twelve 
approaches, the total number of calibration approaches for one data set is forty-eight for the 
selected four regression methods. 
 
Table 1 Twelve calibration approaches for each regression method 
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Approach 
No. 
Pre-processing Wavelength selection 
OSC EMSC OPLEC SFS GAPLSSP 
1 × × × × × 
2 × × ×  × 
3 × × × ×  
4  × × × × 
5  × ×  × 
6  × × ×  
7 ×  × × × 
8 ×  ×  × 
9 ×  × ×  
10 × ×  × × 
11 × ×   × 
12 × ×  ×  
 
 
 
3.3 Software 
The comparative study was carried out in MATLAB. Specifically, the functions of PLS, cross 
validation and SFS were performed by the Statistics Toolbox of MATLAB; the function of 
OSC was performed by the PLS Toolbox from Eigenvector Research, Inc., Wenatchee, WA, 
USA; the function of OPLEC was from the MATLAB code provided in [5]; the function of 
GAPLSSP was performed by the PLS-Genetic Algorithm Toolbox at 
http://www.models.life.ku.dk/GAPLS; the function of LS-SVM was performed by the LS-
SVMlab Toolbox at http://www.esat.kuleuven.be/sista/lssvmlab/; the function of GPR was 
performed by the GPML Toolbox at http://www.gaussianprocess.org/gpml/. The simulations 
follow the sequential procedure of randomly dividing the whole data set into the training part 
and the test part; pre-processing and selecting the wavelengths for the training data set at first 
and then applying the resulting pre-processing and wavelength selection configurations from 
the training data set to the test data set; identifying the calibration models from the original and 
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the pre-processed/wavelength-selected training data sets; and making predictions for the 
original and the pre-processed/wavelength-selected test data sets using the identified calibration 
models. 
 
4. Results and discussions 
4.1 Pharmaceutical tablets 
The spectra for 310 pharmaceutical tablets are pre-processed by OSC, EMSC and OPLEC, 
respectively and these corrected spectra along with the original spectra are shown in Figure 1. 
It can be seen that the degree of the corrections is different for these three pre-processing 
methods, where OPLEC has the smallest corrections and EMSC has the most corrections. 
 
The wavelength selection algorithms of SFS and GAPLSSP were performed on the original and 
the pre-processed spectra to eliminate uninformative wavelengths. Taking the 10th sample in 
the data set as an example, the selected wavelengths for the original spectra, the OSC-corrected 
spectra, the EMSC-corrected spectra and the OPLEC-corrected spectra are shown in Figure 2, 
where the number of selected wavelengths for the original spectra is 33 by SFS and 74 by 
GAPLSSP; the number of selected wavelengths for the OSC-corrected spectra is 4 by SFS and 
70 by GAPLSSP; the number of selected wavelengths for the EMSC-corrected spectra is 17 by 
SFS and 86 by GAPLSSP; and the number of selected wavelengths for the OPLEC-corrected 
spectra is 225 by SFS and 370 by GAPLSSP. For this dataset, SFS tends to select fewer 
wavelengths especially for OSC-corrected spectra possibly due to the removal of bilinear 
components while GAPLSSP tends to select more wavelengths. Furthermore, the distribution 
for the selected wavelengths by SFS is sparser than the corresponding distribution for the 
selected wavelengths by GAPLSSP. 
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Figure 1 Orginial and  pre-processed spectra of pharmaceutical tablet samples. 
 
 
Figure 2. Pre-processing and wavelength selection for the 10th pharmaceutical tablet sample. 
The comparisons of PLS, LASSO, LS-SVM and GPR for the calibration are shown in Figure 
3, where the ARMSEP value for each approach is plotted by a dot and the vertical bar 
corresponds to the 95% confidence interval for ARMSEP. The number of latent variables for 
PLS-based calibrations was selected to be 5,4,4,6,3,4,6,6,5,4,5,4 for the corresponding twelve 
approaches, respectively. Examining the first bar in each of the subplots (a) ± (d), it can be seen 
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that the nonlinear regression methods of LS-SVM and GPR perform better than the linear 
regression methods of PLS and LASSO when they are directly applied without pre-processing 
or wavelength selection. 
 
The impact of pre-processing and wavelength selection on the PLS model performance can be 
examined by considering Figure 3(a). It can be seen that pre-processing impacts significantly 
on the performance while wavelength selection only impacts marginally on the performance. 
The performance has been slightly improved for the cases of GAPLSSP and also for most cases 
of SFS except the case of EMSC+SFS+PLS. Among the three pre-processing methods OSC 
has the worst performance leading to the highest level of performance degradation with an 
ARMSEP value of 0.76%. The best result among all PLS-based approaches is obtained by 
combining EMSC and GAPLSSP, which leads to an ARMSEP value of 0.323%.  
 
The impact of pre-processing and wavelength selection on the LASSO model performance can 
be examined by considering Figure 3(b). Similar to the PLS-based approaches, pre-processing 
impacts significantly the performance while wavelength selection impacts marginally the 
performance. The inclusion of wavelength selection generally improves the performance 
regardless of SFS and GAPLSSP for LASSO-based approaches and the degree of improvement 
depends on the interactions among the pre-processing and wavelength selection methods. For 
example, wavelength selection can improve the performance greatly for the pre-processing 
methods of OSC and EMSC. Similar to the results seen for PLS, the best performance among 
all LASSO-based approaches is also obtained by combining EMSC and GAPLSSP, which leads 
to an ARMSEP value of 0.334%. 
 
The impact of pre-processing and wavelength selection on the LS-SVM model performance 
can be examined by considering Figure 3(c). The pre-processing methods have greater impact 
on the performance of the linear-based regression methods of PLS and LASSO while 
wavelength selection impacts marginally the performance and the effect is not always positive 
in terms of performance. Wavelength selection becomes insensitive for the case of OPLEC.  
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Figure 3 Comparisons of PLS, LASSO, LS-SVM and GPR for pharmaceutical tablet dataset. 
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The best performance is still the combination of EMSC and GAPLSSP, which leads to an 
ARMSEP value of 0.236%. The impact of pre-processing and wavelength selection on the 
GPR model performance can be examined by considering Figure 3(d), which is quite similar to 
the case of LS-SVM with an ARMSEP value of 0.237% for the best performance model. 
It should be noted that in LASSO, some regression coefficients turn out to be zero. This results in 
reduction in wavelengths in addition to the reduction due to the application of SFS or GAPLSSP. For 
the analysis shown in Figure 3(b), 7 out of 25 wavelengths selected by SFS were set to zero and 13 out 
of 81 wavelengths selected by GAPLSSP were set to zero.  The results suggest that LASSO can 
reduce about 15%-30% of wavelengths needed for the model. 
 
Based on these observations, for this data set we can conclude that the nonlinear regression 
methods have superior performance compared to the linear regression methods. EMSC is 
consistently the most effective pre-processing method and wavelength selection using 
GAPLSSP can marginally improve the model performance for both linear and nonlinear 
regression methods. 
 
4.2 Multicomponent suspension  
The original and the OSC-corrected, EMSC-corrected and OPLEC-corrected spectra for the 
multicomponent system are shown in Figure 4. The degree of the corrections is also different 
for these three pre-processing methods and OSC has the least corrections while EMSC has the 
most corrections. 
 
The first case study for this data set is to predict the concentration of polystyrene particles. The 
wavelength selection algorithms of SFS and GAPLSSP are also performed on these four types 
of spectra to eliminate uninformative wavelengths. Taking the 10th sample in the data set as an 
example, the spectra along with the selected wavelengths for these four types of spectra are 
shown in Figure 5, where the number of selected wavelengths for the original spectra is 6 by 
SFS and 38 by GAPLSSP; the number of selected wavelengths for the OSC-corrected spectra 
is 4 by SFS and 12 by GAPLSSP; the number of selected wavelengths for the EMSC-corrected 
spectra is 12 by SFS and 33 by GAPLSSP; and the number of selected wavelengths for the 
OPLEC-corrected spectra is 10 by SFS and 134 by GAPLSSP. Again, the number of 
wavelengths selected by GAPLSSP is much bigger than the number selected by SFS and more 
wavelengths are selected for the OPLEC-corrected spectra.  
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The comparisons of PLS, LASSO, LS-SVM and GPR for predicting the concentration of 
polystyrene particles are shown in Figure 6. For the twelve PLS-based approaches, the number 
of latent variables is selected to be 7,6,6,7,4,5,6,4,5,4,5 and 4, respectively.  
 
 
Figure 4 Original and pre-processed spectra of all samples in the polystyrene suspension dataset. 
 
 
Figure 5 Pre-processing and wavelength selection for the 10th sample of the multicomponent system. 
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Figure 6 Comparisons of PLS, LASSO, LS-SVM and GPR for polystyrene particle concentration. 
The 95% confidence intervals for ARMSEP are relatively big for this data set due to the small 
size of the whole data set. For the case of PLS-based approaches, the best performance is 
obtained by combining EMSC and GAPLSSP with an ARMSEP value of 0.313%. Similarly 
for LASSO-based approaches, the best performance is also obtained by combining EMSC and 
GAPLSSP with an ARMSEP value of 0.343%. Unlike the tablet data set where non-linear 
regression methods performed consistently better than the linear regression methods, the 
performances of LS-SVM and GPR are not always positive for this data set. Nevertheless, the 
best performance among all approaches is still obtained by the nonlinear regression method of 
LS-SVM with combination of EMSC and GAPLSSP, which leads to an ARMSEP value of 
0.254%. Figure 6 also indicates that in general, the pre-processing methods of EMSC and 
OPLEC perform better than the pre-processing method of OSC. Depending on the pre-
processing methods and the regression methods, wavelength selection can play either a positive 
or a negative role. GAPLSSP tends to work better than SFS in most cases.  
 
The reason underlying the negative impact of SFS for the nonlinear regression methods could 
be that these wavelength selection methods are basically linear approaches, which are internally 
designed for linear regression methods. Therefore it is not suggested to use these wavelength 
selection methods for LS-SVM-based or GPR-based calibrations. It would be worthwhile to 
develop specific wavelength selection methods for these nonlinear regression methods so as to 
improve the corresponding calibration performance. 
 
In order to observe the nonlinear effects arising due to the existence of polystyrene particles, 
the second case study for this data set is to predict the concentration of ethanol in the solution. 
Similar to the previous analysis, the raw spectra are pre-processed by OSC, EMSC and OPLEC, 
respectively and wavelength selection methods of SFS and GAPLSSP are performed on the 
raw and the pre-processed spectra. The number of selected wavelengths for the original spectra 
is 3 by SFS and 68 by GAPLSSP; the number of selected wavelengths for the OSC-corrected 
spectra is 2 by SFS and 36 by GAPLSSP; the number of selected wavelengths for the EMSC-
corrected spectra is 2 by SFS and 40 by GAPLSSP; and the number of selected wavelengths 
for the OPLEC-corrected spectra is 17 by SFS and 184 by GAPLSSP. The comparison results 
for the regression methods of PLS, LASSO, LS-SVM and GPR are shown in Figure 7. For the 
twelve approaches based on PLS, the number of latent variables is  
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Figure 7 Comparisons of PLS, LASSO, LS-SVM and GPR for ethanol in polystyrene suspension. 
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selected to be 6,4,6,4,3,3,5,3,3,3,4 and 3, respectively. Similar to the tablet dataset, this dataset also 
indicates further 15-30% additional reduction in wavelengths when used in conjunction with SFS and 
GAPLSSP.  
 
In this case study, the differences among those approaches with and without pre-processing are 
relatively large, which demonstrates the significance of pre-processing for alleviating nonlinear 
effects incurred by the existence of polystyrene particles. Meanwhile, wavelength selection also 
plays a significant role for this case as the ARMSEP value can be reduced from 1.135% for the 
case of PLS to 0.628% for the case of PLS+GAPLSSP. So the importance of wavelength 
selection and pre-processing can be correlated to each other depending on the characteristics of 
spectral data. EMSC is the best pre-processing method for this case as the lowest ARMSEP 
values are obtained with this method for all four regression methods. The best performance is 
still obtained by the nonlinear regression method of GPR with combination of EMSC, which 
leads to an ARMSEP value of 0.405%. The study further confirms the potential of nonlinear 
regression methods as they have the capability to obtain the highest calibration accuracy along 
with suitable pre-processing and wavelength selection methods. 
 
4.3 Corn data set 
The spectra for 80 corn samples are pre-processed by OSC, EMSC and OPLEC, respectively 
and these corrected spectra along with the original spectra are shown in Figure 8. For this 
dataset, it can be seen that the corrections made by OSC and EMSC are similar and the reduction 
in the variance of the dataset is greater compared to OPLEC. 
Taking the 10th sample in the data set as an example, the selected wavelengths for the original 
spectra, the OSC-corrected spectra, the EMSC-corrected spectra and the OPLEC-corrected 
spectra are shown in Figure 9, where the number of selected wavelengths for the original spectra 
is 16 by SFS and 104 by GAPLSSP; the number of selected wavelengths for the OSC-corrected 
spectra is 4 by SFS and 62 by GAPLSSP; the number of selected wavelengths for the EMSC-
corrected spectra is 9 by SFS and 70 by GAPLSSP; the number of selected wavelengths for the 
OPLEC-corrected spectra is 75 by SFS and 316 by GAPLSSP. As in the previous datasets, SFS 
selects fewer wavelengths than GAPLSSP.  
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Figure 8 Original and pre-processed spectra of corn samples. 
 
Figure 9 Pre-processing and wavelength selection for the 10th corn sample. 
The comparisons of PLS, LASSO, LS-SVM and GPR for the calibration are shown in Figure 
10, where the ARMSEP value for each approach is plotted by a dot and the vertical bar 
corresponds to the 95% confidence interval for ARMSEP. The number of latent variables for 
PLS-based calibrations was selected to be 6, 5, 6, 6, 3, 5, 7, 4, 5, 5, 4 and 4 for the corresponding 
twelve approaches, respectively.   
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Figure10 Comparisons of PLS, LASSO, LS-SVM and GPR for corn samples 
It can be seen that when PLS is used, wavelength selection using GAPLSSP can provide a slight 
improvement in model performance. Wavelength selection does not lead to any noticeable 
improvement when the other 3 regression methods are used. For PLS pre-processing by EMSC 
does not lead to an improvement while OSC and OPLEC lead to degradation in model 
performance. For the other 3 regression methods, all the 3 pre-processing methods degrade 
model performance. When comparing the results when the regression methods are applied on 
their own, it is seen that LASSO gives the best model performance while GPR leads to the 
worst performance. Interestingly, when GPR is used in conjunction with EMSC and GAPLSSP, 
the performance is as good as that obtained by using GPR. It is noteworthy that similar 
phenomenon is seen with the polystyrene dataset. 
 
4.4 Sugarcane dataset 
The spectra in the dataset were pre-processed by OSC, EMSC and OPLEC, respectively and 
these corrected spectra along with the original spectra are shown in Figure 11.  
 
Figure 11. Original and pre-processed spectra of sugarcane process samples. 
 
The wavelength selection algorithms of SFS and GAPLSSP were performed on the original and 
the pre-processed spectra to eliminate uninformative wavelengths. Taking the 10th sample in 
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the data set as an example, the selected wavelengths for the original spectra, the OSC-corrected 
spectra, the EMSC-corrected spectra and the OPLEC-corrected spectra are shown in Figure 2, 
where the number of selected wavelengths for the original spectra is 41 by SFS and 90 by 
GAPLSSP; the number of selected wavelengths for the OSC-corrected spectra is 5 by SFS and 
34 by GAPLSSP; the number of selected wavelengths for the EMSC-corrected spectra is 37 by 
SFS and 194 by GAPLSSP; the number of selected wavelengths for the OPLEC-corrected 
spectra is 429 by SFS and 370 by GAPLSSP. 
 
Figure 12. Pre-processing and wavelength selection for the 10th sugar sample 
 
The comparisons of PLS, LASSO, LS-SVM and GPR for the calibration are shown in Figure 
12, where the ARMSEP value for each approach is plotted by a dot and the vertical bar 
corresponds to the 95% confidence interval for ARMSEP. The number of latent variables for 
PLS-based calibrations was selected to be 4, 4, 4, 6, 4, 3, 4, 4, 3, 5, 5 and 5 for the corresponding 
twelve approaches, respectively.  
From the results presented in Figure 13, it can be seen that when wavelength selection does not 
improve model performance of any of the regression methods. EMSC improves performances 
of models built with the linear regression methods while it does not have an impact when 
nonlinear methods were used. OSC and OPLEC lead to degradation in model performance for 
all methods. It is also seen that the nonlinear methods LS-SVM and GPR outperform the two 
linear methods considered in this study. 
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Figure 13 Comparisons of PLS, LASSO, LS-SVM and GPR for sugarcane process samples. 
5. Conclusions 
Using four benchmark data sets, this comparative study considered various combinations of the 
three main aspects for NIR spectra calibration and demonstrated their interactions in terms of 
the calibration performance. The pre-processing methods considered were OSC, EMSC and 
OPLEC; the wavelength selection methods were SFS and GAPLSSP; and the regression 
methods considered were PLS, LASSO, LS-SVM and GPR. The comparison was based on a 
rigorous cross-validation procedure where the data set was randomly divided into two groups 
and the process was repeated multiple times to obtain an average prediction error as the 
performance index. 
The comparative study has confirmed that in general pre-processing plays a significant role 
while the wavelength selection plays a marginal role in NIR spectra calibrations. The selection 
of a suitable pre-processing method can significantly impact the calibration. In the case of non-
linear methods, GPR in general performs worse than LV-SVM. However, when EMSC and 
wavelength selection are used in combination with GPR a large amount of improvement is 
obtained which can outperform LV-SVM and the linear methods. While it appears that in cases 
where high degree of nonlinearity in the spectral responses exists, nonlinear regression methods 
can be advantageous, the popular PLS-based calibration approaches can also achieve a 
reasonably good performance. Existing wavelength selection methods are mainly designed for 
linear regression methods and there is potential to obtain better performance if novel 
wavelength selection methods specifically for nonlinear regression methods can be developed. 
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